User's Manual

 AFP ELISA Kit

This product is for research use only and is not intended for diagnostic use.

For illustrative purposes only. To perform the assay the instructions for use provided with the kit have to be used.
PRODUCT INFORMATION

Intended Use
The Signosis AFP Immunoassay provides a rapid, sensitive, and reliable assay for the quantitative measurement of AFP level.

Storage
Store all reagents at 2-8°C.
All reagents must be brought to room temperature (20-25°C) prior to use.
When stored at 2-8°C, the diluted Assay wash buffer is stable until the kit expiration date.